Current problems associated with toxicity evaluation of medical device materials and future research needs.
The application of toxicology to the evaluation of medical device materials is reviewed. Strengths and weaknesses of systemic and local toxicity models are described. Developments needed to improve the methodology and predictability of assays for immunotoxicity and particulate toxicity are identified. Emerging methods are introduced for assessing adhesion, fibrosis, and blood compatibility.